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INSPECTION / ACCEPTANCE REPORT OF COMPONENTS FOR

Linae Coherent Light Seurce  Sta

-LCLS ASSEMBLIES
VENDOR: ATLAS PART NAME: LCLS Vacuum Chamber Bi-metal flange
DRAWING #: L1440202-200050-01 SERIAL# &8
P.O. #: 8A-00803 - DATE: (1-18-077
ACCEPTANCE CRITERIA -
1. Visually inspect for shipping damage. ccept/Reject
2. Obtain manufacturers certification data delivered with flange. T AT Reject -
3. Verify the upstream and downstream flanges fit snugly onthe @Rejec‘c
chamber weld locations. ~—
4. Leak check flange per section 3.4 and 3.5 of ESD 1.4-118 ASccert/Reject |
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